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List of equipment under use for processing of specimen for AFB

Equipments Name | Date of purchase | Amount spent Recommended Dateof first Status of
& Number of the | & InRs. frequency for maintenance check , | equipments
sameavailablein | average/predicte maintenance officer, supervisor (good ,fair,
the department d life of the (yearly, Half replaceable
equipment as yearly , monthly, should not
per the Quarterly) be used)
manufacturing
company
1 HPLC system 23.05.2008 Rs 2,198,796 Half yearly 23.02.2010 Good
2 Double distilled 11.11.2009 RS 1,44,000/- HALF YEARLY 11.11.2009 Good
water plant —quartz Under AMC

Nos.-01




| nspi ssator - 13.05.2010 RS 7,90,000/- Under warranty till | NA Good
‘GRANT’ (No- (Received from WHO) | 2013
02) Rent from
WHO
‘Sanyo’ JPY 325,200 to Under AMC 13.02.2011 Good
Ultralow temp 1,226,100 13.02.2011
freezer. Rs 207,220.69/- to
- 03 781,283.18/-
Rent from WHO 12.02.2010
‘Sanyo’ Received from WHO Under warranty NA Good
Refrigeration with
freezer
-02
Inverted 04.12.2009 JPY 1,372,700-00 Under warranty NA Good
microscope — 01 Rs8,77,649/-
‘Olympus 1 x71-f (Received from WHO)
22 FL/PH
23.12.2009 USD 48,750.00 Under AMC 02.02.12 Good
Rs. 2,382,207.63 /- Quarterly
MGIT-960 (Received from WHO)
-01
I nspi ssator 26.02.2010 GBP 2369.12 Under warranty NA Good

Patter son scientific
-02

Rs. 182,985.09/-




8 Ultrapure 12-2-2010 Euro per unit Under warranty NA Good
Water purification 6.653,00+223,00+375,0
System 0+329,00+146,00+268,
00+122,00+1.265,00+2
97,00+268,00 (Received
from WHO)
9 Universal oven 12-2-2010 Euro 2.282,00+87,00
with accessories 1,46,09,475 (Received
from WHO)
10 Freeze dryer + 12.02.2010 EURO
accessories -01 4.765,00+Euro
523,00+2.263,00+279,0 In the process of Installation
0+142,00+224,00+714,
00+295,00+41,00+589,
00

(Received from WHO)




